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CHAPTER 1 


INTRODUCTION 


Section |. GENERAL 


1. SCOPE. a. This manual is published for the information and guidance 
of all personnel charged with the operation and maintenance of Cassette 
Changer, Medical Department Item No. 60117, in the field. It contains 
instructions for assembling, operating, first and second echelon main- 
tenance, and packing. The text is supplemented by illustrations and wiring 
diagrams. 


b. A Standard Nomenclature List for each manufacturer is included 
in the appendix. 


Section Il. DESCRIPTION AND DATA 


2. DESCRIPTION. General information. The cassette changer is an in- 
strument used in taking radiographs of the chest. It provides a means 
of holding and moving into position two films. The unit provides for the 
accommodation of accessory devices necessary for making stereoscopic 


_ ‘Potter-Bucky radiographs of the chest. 


3. DATA. a. Performance. Most machines operate on 110- to 120-volt, 
60-cycle, a-c. It is possible to secure machines at 25 and 50 cycles when 
such frequency is required. 

b. Manufacturers. (1:) The Standard Motor-Driven Horizontal Cassette 
Changer, Model HCC, is manufactured by the Standard X-Ray Company 
ef Chicago, Illinois. 

(2) The G. E. Motor-Driven Cassette Changer is manufactured by 
the General Electric X-Ray Corporation of Chicago, Illinois. 


(3) The Westinghouse Horizontal Cassette Changer is manufactured 
by the Westinghouse Electric and Manufacturing Company of East 
Pittsburgh, Pennsylvania. 


Figure 1. Cassette Changer, Standard X-Ray Company. 


————————— 


Figure 2. 


Cassette Changer, General Electric X-Ray Corporation. 


Figure 3. Cassette Changer, Westinghouse Electric and Manufacturing Company. 


CHAPTER 2 


OPERATING INSTRUCTIONS 
STANDARD X-RAY COMPANY MODEL 


Section |. GENERAL 


4. SCOPE. This chapter contains information for the guidance of the 
personnel responsible for the operation of the Standard Motor-Driven, 
Horizontal, Model HCC, Cassette Changer. It also contains information 
on the operation of the equipment, with description and location of the 
controls. 


Section Il. SERVICE UPON RECEIPT OF EQUIPMENT 


5. UNPACKING AND ASSEMBLING. a. General. This equipment is 
shipped in three cases. The first contains the entire frame; the second, 
the mechanism; and the third, the “feet”. Unpack the crates. Mount 
the columns on the “feet”. Tighten them firmly and adjust the leveling 
screws in the “feet” until the columns are perfectly vertical. Set the 
mechanism on a box between the two legs and attach the mechanism 
to the four roller brackets. The top roller brackets are each attached 
by means of two cap screws. The bottom roller brackets are each attached 
by means of two cap screws and one machine screw. You will have to 
open the door of the case to see the hole through which the machine 
screw passes, in order to attach the case to the front side of the bottom 
brackets. Lift the mechanism to the top of its travel. Remove the two 
nuts from the studs on the ends of the counterweight chains, being careful 
that the chains do not get away and fall back into the tube columns. 
Thread these chains through the top bar of the mechanism, then replace 
one nut on each stud. Adjust these nuts until the mechanism frame is 
perfectly horizontal when checked with a spirit level. Replace the other 
nuts on the studs and tighten them firmly against the first nuts without 
changing the above adjustment. Insert the long locking rod and handle 
from the right-hand end; it passes through one guide hole and two clamp 
castings, one on each leg. If either of these castings does not hold 
firmly when the locking handle is tightened, tension against the locking 
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handle must be increased. To accomplish this, first locate the two studs 
which pass through the slots in the ends of clamp castings. Each stud 
is provided with two lock nuts which, when tightened, will increase the 
tension. The counterweights are held in place in the columns by means 
of screws which will be found near the bottom of each column. Do not 
remove these screws until after the counterweights have been attached. 

b. Wiring. Wiring diagrams are shown on pages 6 and 7, which supply 
required data for electrical connections. 


6. DISASSEMBLING AND PACKING. For disassembling, reverse the pro- 
cedure described in paragraph 5. It is recommended that the equipment 
be packed in three cases as originally received. Make certain that all parts 
are effectively braced to prevent movement within the case. Packing 
materials, such as paper or excelsior, should be employed. Cast parts 
should be especially well braced to prevent breakage. Chrome-plated or 
exposed parts should be coated with a light film of oil before packing. 


Section Ill. CONTROLS AND OPERATION 


7. CONTROLS. a. Push button. The push button is a hand-operated de- 
vice located at the end of the rubber-covered cable. Pressing the push 
button causes the relay coil to be energized. When pressure on the push 
button is released, the relay coil operates a set of controls which starts 
the motor, releases the electric brake in the cassette changer, and ener- 
gizes the stereo-shift. 

b. Limit switch. The limit switch is operated by the motor and causes 
the relay to operate, shutting off the current from the motor and the 
electric brake. 

c. Motor. The motor is attached through reducing gears and a pair 
of arms to the cassette changer. The cassette carriage moves slowly at 
first. Its speed increases steadily until it has reached the middle of its 
travel. From that point onward, its speed decreases. The speed of travel 
is not adjustable. It has been set at the factory to make the shift in 
2 seconds, 


CHAPTER 3 


OPERATING INSTRUCTIONS 
GENERAL ELECTRIC X-RAY CORPORATION MODEL 


Section |. GENERAL. 


8. SCOPE. This chapter contains information for the guidance of the 
personnel responsible for the operation of the General Electric Motor- 
Driven Cassette Changer. It includes information on the operation of 
the equipment, with description and location of the controls. 


Section Il. SERVICE UPON RECEIPT OF EQUIPMENT 


). UNPACKING. This equipment is shipped from the factory dismantled 
into the following major assemblies: 

a. The base casting. 

b. The upright structure. 

c. The housing for the changing and raising mechanism. 
Unpack the base casting, 6R05252 (fig. 6). Next unpack the housing, 
6R05262-64-66-68 (fig. 6), which contains the changing and raising 
mechanism. The large box containing the vertical or upright structure 
should be placed on the floor so that the vertical structure will rest on 
its back. The top, sides, and ends of the shipping box shall then be 
knocked out. The bottom of the box is so constructed that the vertical 


structure is blocked up, making it possible to fasten the base casting, 
6RO05252 (fig. 6), and to install the housing. 


10. ASSEMBLY. a. General. Fasten the base to the vertical structure, 
using the four bolts furnished, SROO568 (fig. 6). The zinc-plated holes 


- are placed at the rear. Remove the two screws, SRO0044 (fig. 6), at the 


top rear of the vertical structure and take out the two threaded studs, 
6R05336 (fig. 6), from the front side. Remove the four screws, SRO0562 - 
(fig. 6), on each side. at the top and lift off the top casting, 6RO5260 
(fig. 6). Place the casting aside temporarily. Remove the height-adjust- 
ment stop, 6RO5338 (fig. 6). The housing for the motor and raising 
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. 6RO5290 Housing, motor. and brake 


1 

2. 6R05340 Ears, for wall mounting 

3. 6R05336 Stud, threaded 

4. 6R05338 Stop, height adjustment 

5. 6R05280 Screw, brake 

6. SRO0568 : Bolt, 34-16 x 1!/, inch, Hex H.M. 

7. 6RO5278 Pad, base. leveling 

8. 6R05262-64-66-68 Housing, cast iron, left and right side, top and bottom 
9. 6R05312 Channel, cassette 

10. 6RO5286 Dispenser, paper, complete: Assembly 

11. 6R05260 Top, cast iron 

12. SRO0562 Screw, 34-16 x 5 inch, R.H.M. 

13. $R00044 Screw, 10-32 x 7/\¢ inch, R.H.M. 

14. 6R05276 Piate, indicating 

15. 6R05282 Immobilizer, patient, complete: with roller and crank 
16. 680525456 Column, upright, steel fabricated, left and right 

17. 6R05270 Crank, height adjusting 

18. 6R05274 Scale, height indicator 

19. 6R05278 Pad, base-leveling 


AS) tor) 


Figure 6. External parts of General Electric Cassette Changer. 
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mechanism can now be installed. To avoid any possibility of marring the 
surfaces of the upright structure when installing the housing, it is recom- 
mended that a cloth be placed over each column from the top to a point 
about midway down. This will prevent the housing from coming in con- 
tact with the front side of the columns when positioning the housing. 
As soon as the rollers and gears are engaged, these cloth. can be removed. 
Using two men, one at each side, place the housing into the upright struc- 
ture by inserting it from the top end. Carefully guide it into place so 
that the rollers engage their respective tracks properly. Turn the crank, 
6R05270 (fig. 6), so that the teeth on the pinion gears wiil mesh with 


the teeth on the gear racks. Run the housing into the structure far 


enough to permit reinstallation of the height-adjustment stop, 6R05338 
(fig. 6). Place the top casting in position, then fasten it securely to the 
uprights by means of the screws, SRO0562 (fig. 6), on each side. Insert 
the two threaded studs, 6R05336 (fig. 6), in the ears of the top casting, 
and insert the screws, SROO044 (fig. 6), through the rear panel, tighten- 
ing them down firmly. The entire assembly can now be stood upright 
and moved into the position in which it is to be used. 

b. Wall mounting. The base casting for wall mounted installation is 
fastened to the vertical structure in exactly the same manner as described 
for Hoor type installations. Provision is made for anchoring the unit to 
the wall by means of the ears, 6RO5340 (fig. 6), on the top casting 
First, remove the two screws, SROO0044 (fig. 6), and the two studs, 
6R05336 (fig. 6). Bolts or screws can be used for anchoring to the wall, 
depending upon the wall construction. 


¢. Converting to left-hand operation. The cassette changer is supplied 
arranged for right-hand operation of the raising and lowering mechanism. 
The cassettes can be inserted from either side. If it is desirable to have 
the raising mechanism arranged for left-hand operation,: proceed as fol- 
lows: remove the bottom cover, 6RO5290 (fig. 6), by taking out the 
eight binding head screws and washers which fasten it in place. This 
permits access to the raising mechanism. Referring to figure 7, loosen 
the setscrew and drive out the pin, 6RO5292, in the gear, 6RO5324, on 


_ the end of the crankshaft, 6RO5300. Pull out the shaft and crank. Loosen 


the two setscrews, 6R05296, in the sleeve, 6RO5294. Drive out the pin, 
6R05342, in the gear, 6RO5326, and remove the shaft, 6R0O5344. Dupli- 
cate holes for the assembly just removed are provided on the left side of 
the housing. Pry off the cap, 6R05346, on the left of the housing and 


- reinstall on the right. Reassemble the mechanism on the left side in exactly 


the same manner as it was found in the right. Be sure all pins have been 
installed and all setscrews firmly tightened. Remove the scale, 6R05274 
(fig. 6), and the indicator, 6R05276 (fig. 6), from the right-hand column 
and install them in the same manner on the left column in the holes 
provided, 
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. 6RO5346 
. 6R05288 
. 6RO5292 
6R05294 
. 6RO5324 
6R05270 
6R05342 
. 6RO5326 
. 6RO5344 
10. 6R05296 
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Cap: For left side installation 
Bearing, motor 

Pin, locking, 1 inch 

Sleeve, crankshaft 

Sprocket, crank 

Crank, height adjusting 

Pin: For holding gear in place 
Sprocket, drive shaft 
Driveshaft 

Setscrew, sleeve 


5 | ES fn 


om ite 


Figure 7. Internal parts of General Electric Cassette Changer. 


d. Leveling. The cassette changer can be leveled by means of the 
floor pads, 6RO5278 (fig. 6), at the front and rear of the base casting. 
Check with a spirit level. Make certain that the cassette changer is 
exactly in line with the center of the X-ray table. 
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e. Cassette channels. The cassette changer is shipped from the factory 
arranged for use with Rayspeed Universal cassettes. However, pro- 
vision is made whereby it can be adapted to different types of cassettes 
as follows: remove the frame on the front of the housing by taking 
out the eight fillister head machine screws which fasten it in place. 
The bottom cassette channels are held in place by means of four machine 
screws. Three sets of holes are provided in the housing for fastening 
the channels. Referring to the table below, fasten the proper channel 
in the correct set of holes for the type of cassette to be used. 


Cassette type oT OEP OLES Channels 
(1) Stele-Weld or Top (as shipped 
Univ-Rayspeed .... from factory) ......4 As shipped from factory 
(2) Competitive make ...Top (as shipped 
from factory) ......As shipped from factory 
(3) Rayspeed (bakelite).. Middle .............. Use the extra set furnished 
os 27, aera Bottem' =< 5250s sone Special channels must be 


ordered from the factory 


When the channels have been correctly installed, replace the front frame 
of the housing and fasten in place. 


f. Height indicator scale. The height scale, 6R05274 (fig. 6), on the 
cassette changer shall be set up to correspond with the height scale on 
the tube stand. With the X-ray tube stand carriage turned to face the 
cassette changer, and with the arrow marked “Table Top” of its index 
scale opposite “25” on the tube column scale, measure the distance 
from the floor to the focal spot of the X-ray tube. Then raise or lower 
the cassette changer so that the distance from the center of the cassette 
changer panel to the floor will be the same as the distance just measured 
at the tube stand. Keep the cassette changer in this position and move 
the height scale so that “25” will be directly opposite the indicator. The 
height scale on the cassette changer is mounted in a small channel. To 
raise or lower the scale, simply force it up or down by pushing the scale 
from the top or bottom. If the scale binds, it can be pried off by inserting 
a screw driver beneath the bottom edge and working upward. 


g- Brake adjustment. If the cassette is not parallel with the front panel 
of the changer, adjustment should be made on the brake screw, 6RO5280 
(fig. 6). If the brake is too tight, the brake screw should be turned to 
the left slightly. If the brake is too free, the screw should be turned 
to the right. The brake will have to be adjusted slightly when the size 


- and type of cassettes are changed. 


h. Immobilization device. If the immobilization device, 6RO5282 (fig. 
6), is a part of the installation, it shall be fastened in place, as shown in 
figure 6, using the four machine screws furnished. Mounting holes are 
provided in the housing. Since the cassette changer leaves the factory 
arranged for right-hand operation, these holes will remain open on the 
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right side of the housing. An ornamental casting will be found mounted 
in place on the left side of the housing, which can be removed and in- 
stalled on the right, thereby affording the necessary mounting holes for 
the immobilization device on the left side, if desired. 


i. Paper dispenser. If the paper dispenser, 6RO5286 (fig. 6), is a 
part of the installation, it should be fastened at the top of the housing, 
as shown in figure 6. The necessary mounting holes are provided in the 
housing and the mounting screws are furnished with the dispenser. 


j- Wiring. Because the cassette changer is usually installed at the foot 
or head end of the X-ray table and at a considerable distance from the 
control stand, it is recommended that the wiring between the control 
stand and the cassette changer be installed in conduit. If it is desired 
to install the unit without using conduit, it may be connected to the 
control stand by means of 4-conductor, rubber-covered cable. 


11. DISASSEMBLING AND PACKING. For disassembling, reverse the 
procedure outlined in paragraphs 9 and 10a. It is recommended that 
the equipment be packed in the same manner as received originally. 
Make certain that all parts are effectively braced to prevent movement 
within the case. Packing materials, such as paper or excelsior, should 
be employed. Cast parts should be especially well braced to prevent 
breakage. Chrome-plated or exposed metal parts should be coated with 
a light film of oil before packing. 


Section Ill. CONTROLS 


12. CONTROLS. a. Hand switch. The hand switch controls operation 
of the shifting mechanism. Although the motor must run the entire 
shifting cycle, the function of the hand switch is only to start the 
cycle. Once started,/the mechanism will continue through the entire 
shifting cycle. If the tube stand is equipped with a spring-operated tube 
stereo-shifter, the hand switch should be pressed only momentarily. 
If the electric motor-operated tube stereo-shift is used, it is necessary 
to keep the hand switch depressed until the X-ray tube shift is com- 
pleted. One of two hand switches is issued. One is a single-button hand 
switch and the other is a two-button hand switch, with one button marked 
“timer” and another “stereo”. The hand switch is provided with a cord 
which can be attached at the control stand of the X-ray unit, or at the 
cassette changer. 

b. Safety switch. The safety switch is located on the under side of 
the cassette carriage and serves as a further measure of protection, per- 
mitting the power to be disconnected when necessary or desired, This 
switch is in the OFF position when snapped to the right. 
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CASSETTE CHANGER 
TERMINAL BOARD 


NOTE 


(G) WHEN THE S-1 SYNCHRONOUS 
TIMER IS PART OF THE INSTALLA- 
® oO) TION, THE S-1 TIMER AND IMPULSE 

TIMER WILL HAVE SEPARATE PUSH 
BUTTONS. 

GREEN & 

WHITE 
BLACK 
ane CABLE 


FLOOR BOX BENEATH TUBE STAND 
a M. RAY TABLE 5 ia 


SP 


#3 HAND SWITCH 
FOR STEREO 
CONTROL STAND 
Jo §t TERMINAL BOARD 


CASSETTE CHANGER 


STANDARD INSTALLATION WITH SINGLE PUSH BUTTON AND A 
S-1 SYNCHRONOUS TIMER 


: poe aay BOX LOCATED 12” 
i 1" FROM FLOOR ON WALL IN BACK 
3 OF CASSETTE CHANGER 
STEREO SHIFT ON 


Figure 8 Waring diagram for a standard General Electric installation. 


CASSETTE CHANGER 
TERMINAL BOARD 


STEREO SHIFT 
ON TUBE STAND 


4d. 2UNCTION Box 12” 
} FROM FLOOR ON 
LLi4+4 WALL IN BACK OF 

CASSETTE CHANGER 


FLOOR BOX STEREO PUSH BUTTON 
BENEATH ON FRONT OF 
TABLE t CONTROL PANEL 

I O STEREO 

L 


_—-————— + 


\ CONTROL STAND 
he TERMINAL BOARD 


NOTE 


IMPULSE AND S-1 
TIMERS HAVE SEPARATE 
HAND SWITCHES 


CASSETTE CHANGER 


KX-8 TYPE 4 CONTROL STAND WITH S-1 SYNCHRONOUS TIMER, 
TYPE I-1 IMPULSE TIMER AND STEREO SHIFT PUSH BUTTON MOUNTED 
ON FRONT PANEL 


Figure 9. Wiring diagram. 
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CASSETTE CHANGER 
TERMINAL BOARD 


(S) 
G) ©) STEREO SHIFT 
ON TUBE STAND 
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eee Le 
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#4 HAND SWITCH 


12’ FROM FLOOR IN BACK 


OF CASSETTE CHANGER steREO'NO| AO. TIMER 


e 
| IEDs BOX LOCATED 


FLOOR BOX ; 
BENEATH i Di Oo 
TABLE ———4 
{ 
i WHITE GREEN» 
HAND AND FOOT SWITCH 
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CONTROL STAND 
TERMINAL BOARD 
(4) © @) © 
| G0) ! 
| 1 
i i 
#20 IS A SPLICE 1 COMMON HAND l 
TERMINAL | AND FOOT SWITCH ! 
I 
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CASSETTE CHANGER 


CONTROL STAND EQUIPPED WITH TYPE S-2 
OR S-3 TIMER AND A TYPE 1-2 IMPULSE TIMER 


Figure 10. Wiring diagram. 
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CASSETTE CHANGER 
TERMINAL BOARD 


6) ® TUBE STAND MOTOR 
STEREO SHIFT 


GREEN i CABLE OV 
a 


dit} 
FFFFi O 
t l 
‘i TN juNcTION BOX 
LOCATED 12” FROM 
FLOOR ON WALL IN 
BACK OF CASSETTE 
~-HH44--. CHANGER 
1 
FLooR Box L-4fF -! HAND AND FOOT nih 
BENEATH TABLE SWITCH SELECTOR 


ON CONTROL 
STEREO DU} U0 TIMER 


rT ee i 


CONTROL STAND 
TERMINAL BOARD 


CASSETTE CHANGER 


R-39 UNIT WITH TYPE S-2 OR S-3 TIMER, MOTOR OPERATED 
STEREO SHIFT AND A TWO BUTTON HAND SWITCH 


Figure 11. Wiring diagram. 
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c. Brake-adjustment screw. The brake-adjustment screw is located at 
the right on the lower side of the cassette carriage. Its function is to 
control the brake so that, on shifting, the cassettes may stop in central 
position, that is, parallel to the front panel of the cassette carriage. 


13. OPERATION. a. Electrical connections, After completing assembly of 
the unit, check figures 8 to 11 and choose the proper diagram for con- 
necting to the control stand on the installation. Make all connections as 
shown on the wiring diagram. Note that when installing this cassette 
changer-in conjunction with a motor-driven vertical stereo-shifter (fig. 
11), it will not be necessary to use the relay in the control stand that 
was with the balanced cassette changer. 


b. Testing the unit. Place two 14- by 17-inch cassettes in the cassette 
changer channels, 6RO5312 (fig. 6), with the front of the cassettes out- 
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7 PIN 
~S 
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CHANGER = WHEN MOTOR IS 
INTERLOCK OFF 
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‘ 
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TERMINAL 
BOARD 


ae 
Ba" Bis 

“NORMALLY CLOSED NORMALLY OPEN 

OPEN WHEN CAM CLOSED WHEN 

PIN IS ON CURVED CAM PIN IS ON 

PART OF CAM CURVED PART OF 

CAM 
HAND PUSH 
BUTTON 


x 
SAFETY SWITCH 


15 9 
LINE 
Figure 12. Wiring Diagram of the General Electric Cassette Changer. 
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ward. Set the tube stand stereo-shifter as indicated in its directions for 
operation. Place the control stand line switch in the ON position. Press 
the “stereo” hand-switch button; the cassettes should rotate so that the 
rear cassette moves to the front of the changer and the tube carriage 
should move the distance for which it was set. Repeat the above test 
ten times and observe if the cassette always ends its travel so that the 
front of the cassette is parallel with the front of the changer. If the 
cassette is not parallel, adjustments should be made on the brake screw, 
6R05280 (fig. 6), as indicated in paragraph 10g. When using the mag- 
netic release type of tube stand stereo-shifter, it is not necessary to hold 
the “stereo” button down during the entire excursion of the cassette 
mechanism. However, on the motor type stereo-shifter, it is necessary 
to press the button until the X-ray tube has completed its travel on the 
tube stand. 

CUT (FURNISHED) 4—CONDUCTOR 
RUBBER COVERED CABLE TO 


LENGTH AND SPLICE WIRES AS 
SHOWN ON ATTACHED WIRING 


4” x 4” SCREW COVER 
JUNCTION BOX WITH 
AN A-3 FEDERAL BUSH- 


DIAGRAM. ALLOW SUFFICIENT 

SLACK IN CABLE TO TAKE CARE 
OF UP AND DOWN MOVEMENT 
OF CHANGER. 


ING IN COVER. BOX 
MOUNTED 12” FROM 
FLOOR IN BACK OF 
CASSETTE CHANGER 


#4 MOTOR DRIVEN 
CASSETTE CHANGER 


EXPOSED OR CONCEALED 


CASSETTE CHANGER 
TERMINAL BOARD 


SHIFTER 
CONNECTING 
CABLE CON- 
NECTED IN 
FLOOR BOX 
AS PER 
ATTACHED 
WIRING 
DIAGRAM. 


SHIFTER 


CONTROL STAND 


CONTROL JUNCTION BOX 


ROOM 


Figure 13. 
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YA" CONDUIT 


INSTALL FOUR #14 
FLEXIBLE RUBBER 
COVERED WIRES IN 
THIS CONDUIT. 
LEAVE 2’ SLACK 
WIRE AT EACH 


X-RAY TABLE JUNCTION BOX. 


X-RAY TABLE 
FLOOR BOX. MAKE 
NECESSARY CON- 
NECTIONS AS PER 
ATTACHED WIRING 
DIAGRAM. 


EXPOSED OR CON- 
CEALED 14” CONDUIT. 
RUN FOUR #14 
FLEXIBLE RUBBER 
COVERED WIRES TO 
CONTROL JUNCTION 
BOX. IT MAY BE POSSI- 
BLE TO INSTALL THESE 
WIRES IN THE CONDUIT 
WHICH CARRIES THE 
EXISTING TABLE WIRES. 


NOTE 
ALL SOLDERED CONNECTIONS 
SHALL BE INSULATED WITH 
RUBBER AND FRICTION TAPE. 


Typical lay-out for cassette changer, 


CHAPTER 4 


OPERATING INSTRUCTIONS 
WESTINGHOUSE ELECTRIC AND 
MANUFACTURING COMPANY MODEL 


Section |. GENERAL 


14. SCOPE. This chapter contains information for the guidance of the 
personnel responsible for the operation of the Westinghouse Horizontal 
Cassette Changer. It also contains information on the operation of the 
equipment with the description and location of the controls. 


Section Il. SERVICE UPON RECEIPT OF EQUIPMENT 


15. UNPACKING AND ASSEMBLING. This equipment may be shipped 
in two cases. 

a. When opening the crate, the horizontal carriage will be found 
up-ended and placed between the two uprights. The horizontal carriage 
should be removed from the crate, leaving the wrapping paper on, and 
laid aside until the uprights have been placed in position. The upright 
assembly is shipped completely assembled and it is necessary only to 
move it into place. On the four corners of the large U-shaped base 
casting will be found screws whereby leveling may be accomplished. 
On the rear member of the casting is found a 90° water-level glass. 
This is-for the purpose of obtaining proper leveling, regardless of floor 
contours. Do not attempt to move the leveling screws with the weight 
of the uprights upon them. If, for example, it becomes necessary to make 
any adjustment of the four corners, jam a heavy screw driver or other 
wedge-shaped device between the base and the floor to take the weight 
off the leveling pad, make the adjustment, and remove the wedge. Attempt- 
ing to move these leveling screws with the full weight of the casting 
upon them may result ina broken screw driver. Inasmuch as this unit 
operates on the principle of gravity and has no electrical devices of 
any type except its trip mechanism, the leveling is of extreme importance. 
After the uprights have been leveled, install the horizontal carriage. 
This can be accomplished by means of the eight hexagon machine bolts 
supplied. Fasten the carriage through the eight holes in the upright 
assembly, After these have been securely tightened, it will be possible 


: Sa ae 


to remove the ‘wo long shipping bolts located approximately 6 inches 
from the botto.n of the large chrome-plated columns of the upright. 
These bolts are intended solely for the purpose of securing the counter- 
weights during shipment of the device. It is suggested that these bolts 
be kept handy for possible reshipment of the unit. 


b. When the unit is packed in two cases, one case contains the 
mounting base, two upright columns, and the tie rod for joining the 
two upright columns. The other case contains the horizontal cassette 
shifting mechanism, compression device, push button, and cable. Un- 
crate the unit, being careful not to drop or scratch the components in 
each case. Remove the mounting base and then insert in it the two 
vertical columns. Tighten the vertical columns in the base by means of 
four setscrews, using for this operation the small setscrew wrench 
found in the CAUTION envelope fastened to the column. Remove the 
tie rod from the case and fasten in place in top of the two support 
columns, fastening securely to the column by means of the four set- 
screws identical to those used in the base. Lift the horizontal cassette 
shifting mechanism to proper level and insert the eight bolts supplied 
through the back of the cassette changer upright support brackets and 
into the holes drilled in the back of the horizontal cassette shifting 


mechanism. Slide the lock washers over these bolts and screw the nuts on — 


tight. Remove nuts from bolts inserted through upright chromium col- 
umns, which will be found 1 inch above the base. Withdraw bolts. This will 
loosen counterweight, and the complete cassette shift mechanism should 
now be allowed to move freely up and down the column. Level cassette 
changer base by screwing in or out the leveling screws mounted in the 
front and rear of each base foot. Adjust by centering bubble in both 
spirit levels mounted on the top left corner of cassette shifting mechan- 
ism housing. An additional “V” bracket is supplied and will be found 
in case No. 1, which can be used for additional bracing of the cassette 
changer by fastening the V-bracket to the wall; bolt open ends of the 
bracket to the upper tie rod by means of the two bolts and nuts which 
were used at the base column for fastening the counterweights. 
Attach closed end of the bracket to the wall with lag screws or bolts; 
insert female 110-volt fitting to proper receptacle in lower right corner 
of the cassette shifting mechanism, from the rear. This is the magnetic 
release push button and cable. Insert the male 110-volt fitting into 
available source of supply and depress attached push button to check 
operation. The amount of cushioning (vibration control) can be ad- 
justed by movement in or out of the bracket-supporting plunger, found 
to be mounted at the top right side of the left upright column, viewing 
cassette changer from the rear. When the cassette shifting mechanism 
moves smoothly yet quickly, without vibration and jar, the adjustment 
is correct. The ‘cassette changer is now ready for operation. Remove 
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wax paper from face of plexiglass panel. The black crinkled paint may_ 
be cleaned with a cloth saturated with any thin oil. 


16. DISASSEMBLING AND PACKING. Reverse the procedure, as out- 
lined in paragraph 15, packing the unit as originally received, Make 
certain that all parts are effectively braced to prevent movement within 
the case. Packing materials such as paper or excelsior should be em- 
ployed. Cast parts should be especially well braced to prevent breakage. 
Chrome-plated or exposed metal parts should be coated with a light 
film of oil before packing. 


Section Ill. CONTROLS AND OPERATION 


17, CONTROLS AND OPERATION. a. Magnetic trip mechanism. The 
magnetic trip mechanism is the means whereby the solenoid coil may 
be connected in parallel with the trip mechanism of the stereoscopic 
shift on the tube stand. This will eliminate the need of a separate push- 
button control for either device. By making a parallel connection between 
the cassette changer and the tube stand coils, one push button can operate 
both devices. The cassette changer trip mechanism has a small mercury 
switch inserted in one side of the coil. This unit will complete the 
solenoid circuit only when the mechanism is in the No. 1 position. It is 
purely a safety device to prevent the voltage from being on the trip coil 
for an excessive length of time. The trip mechanism can be operated 
either mechanically or electrically. Inasmuch as the unit will operate 
in one direction, only an indicator located in the upper right-hand side 
of the horizontal carriage is utilized to indicate the No. 1 and No. 2 
positions of the moving frame which holds the cassettes. Make certain 
that before a stereoscopic exposure is attempted No. 1 shows in the 
small indicator block. To set the mechanism from the No. 2 to the No. 1 
position (preparatory to taking a second radiograph), it is necessary to 
move down the handle on the right-hand edge of the horizontal carriage. 
The device cannot be cocked electrically. 


) b. Plungerlike assembly. In the back of the cassette changer will be 

found a plungerlike assembly, which is the means of cushioning the 

7 shock of the moving parts when changing from No. 1 to No. 2 position. 
This assembly utilizes a spring and air chamber for softening the shock 
of the moving carriage. In the event of excessive vibration when the 
change is made, loosen one of the two screws that hold this assembly 
and move this assembly in or out as required. In the event the cassette 
device is tripped and it does not catch hold satisfactorily, it will probably 
mean that the plunger assembly is advanced too far. 


c. Vertical scale. On the right-hand column, facing the cassette 
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ue yer is the same as that on the saeeahtt when the tube 
at the exact center of the cassette. 


CHAPTER 5 


MAINTENANCE INSTRUCTIONS 
STANDARD X-RAY COMPANY MODEL 


Section |. GENERAL 


18. SCOPE. This chapter contains information for first and second ech- 
elon maintenance of the Standard Motor Driven Horizontal Model HCC 
Cassette Changer. 


Section I]. PREVENTIVE MAINTENANCE SERVICES 


19. BEARINGS The bearings of the motor-reducing gears should be oiled 
at least once every 6 months with a good medium grade of machine oil. 


20. OPERATING LEVER. Lubricate as indicated in paragraph 19. 


21. RATCHET WHEEL SHAFT OF THE RELAY. Lubricate as indicated 
in paragraph 19. If the apparatus should fail to operate satisfactorily, the 
trouble will probably be caused by lack of lubrication of the moving 
parts. Care should be taken not to allow oil to run down onto the small 
bakelite shoe which is just below the motor and which serves to prevent 
excessive coasting of the motor after the current has been turned off. 


22. MISCELLANEOUS. a. If the motor-drive equipment should become 
inoperative, it can be disconnected from the cassette carriage by remov- 
ing the screw from the center of the bearing on the arm which attaches 
the motor mechanism to the cassette carriage. The cassette carriage can 
then be shifted manually. 


b. If the carriage bumps at either end of its travel, loosen the long 
post to which the lever is attached on the cassette carriage frame and 
turn it about 1% of a turn. This will either correct the bumping or it 
will cause the mechanism to bump harder. If the mechanism bumps 
harder, loosen this post and turn it about 4 to 14 turn in the opposite 
direction, 
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CHAPTER 6 


MAINTENANCE INSTRUCTIONS 
GENERAL ELECTRIC X-RAY CORPORATION MODEL 


Section |. GENERAL 


23. SCOPE. This chapter contains information for first and second ech- 
elon maintenance of the General Electric Motor-Driven Cassette Changer. 


Section Il. PREVENTIVE MAINTENANCE SERVICES 


24. MOTOR BEARINGS. Oil the two motor bearings, 6RO5288 (fig. 7), 


with a good grade medium oil once every 6 months. 


' 25. BRAKE ADJUSTMENT. It may be necessary to adjust the brake, 
6R05310 (fig. 6), in winter and summer. When the operating tempera- 
ture is high the gear grease may become less viscous. In this case, 
the mechanism may become too free and the unit may recycle until 
the control line switch is turned off. (See par, 10g.) 
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CHAPTER 7 


MAINTENANCE INSTRUCTIONS 
WESTINGHOUSE ELECTRIC AND 
MANUFACTURING COMPANY MODEL 


Section |. GENERAL 


26. SCOPE. This chapter contains information for first and second ech- 
elon maintenance of the Westinghouse Horizontal Cassette Changer. 


Section Il. PREVENTIVE MAINTENANCE SERVICES 
27. VERTICAL CARRIAGE ASSEMBLIES. These assemblies, operating 


over the chrome-plated columns, are properly adjusted. If the rollers 
are found to be too tight or too loose, it will be necessary to move one 
roller. In each set of roller-bearing assemblies, there will be found one 
on an eccentric stud which permits the bearing to be moved closer to, 
or farther away from, the vertical column. This is accomplished by tight- 
ening or loosening the stud as required. 


28. DUST. Keep track and bearings clean and free of dust. Wipe tracks 
frequently with a damp cloth. Bearings should be removed and washed 
thoroughly in kerosene pr gasoline and repacked with a good grade of 


- light lubricating grease or vaseline. 


29. CHANGE OR REPLACEMENT OF COMPRESSION BAND. To re- 
place winding attachment assembly, slide assembly upward until free 
from winding attachment sliding support. Replace new assembly. To 


replace band, press ratchet pawl counterclockwise and hold depressed 
- with finger of right hand. At the same time grasp compression band 


with left hand and pull until completely unwound. Remove belt holder 
and slip band from it. Insert the belt holder into the new band, replace 
the belt holder in the roller, and wind the belt onto the roller by turning 
the handle clockwise. To replace roller, remove the two screws from 
each end; roller can then be lifted out and replaced. Replace the two 
screws. 
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APPENDIX 


STANDARD NOMENCLATURE LIST OF PARTS 


1. ITEM NO. 60117, CASSETTE CHANGER, STEREOSCOPIC, UPRIGHT, 
MAGNETICALLY CONTROLLED, STANDARD X-RAY COMPANY. 


Medical 


Dept. No. 


SR00045 
SR00072 


SROO121 
SRO00122 
SRO0123 
SR00130 
SRO0131 
SRO0135 
SRO0145 
SR00229 
SR00236 
SR00265 
SR00304 
SR00358 
SR00370 
SR00379 
SR00422 
SR00436 
SR00473 
SRO0475 
SR00476 
SR00477 
SR00478 
SR00479 
SR00480 
SR00481 
SR00482 
SR00483 
SR00484 
SR00485 
SR00486 
SR00488 
SR00489 
SR00490 
SRO0491 
SR00492 


SR00565 


SRO00566 
SR00570 
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Nomenclature 2 
No. 


Common Parts 
SCREW, 10-32 x % INCH, RAM... oo eee 
CORD, NEOPRENE, NO. 18, TWO 
CONDUCTOR: 2. ee ws os see ee eee 
SCREW, 8-32 x 24 INCH, OFM sc5 on s2 ues eee 
SCREW, 8-32 x 1,6 INCH, O-ELMi 13s eee 


SCREW, 8-32 x 54 INCH, R.H.M......... 
WASHER SCREW SIZE 8: <0 75,--475- 
WASHER, LOCK, SCREW SIZE %..... 
WASHER, SCREW SIZE %, BRASS.... 
BOLT, 54¢-18 x 1 INCH, HEX H.M....... 
NUT 85s: 164i. Ge ee 


eee eee wees 
o e.0 © 6 & © Sie e 
o- 6,0) 6 2 a ape eee, 
2 \e.-.e ele, WF eee 
oe 6, © e Bie 2 eum 


|0.6-5 6: S005 ee 


SCREW; 6-32 x4 INCH, B-BEMis: cui eee 
| 


SCREW, 4-36 x % INCH, R.H.M......... So eee 
SCREW, 34-16.x 1% INCH, FILL.H.Maé) 2 iste 
SCREW, 8-32:x 34 INCH, B.H.M......... eee 
SCREW, 8-32 x 4: INCH, FILL FUM..: 2 
SCREW, %4-20-x 34 INCH, FL. H.M...... ee: 
SCREW, 4-20 x 3% INCH, R.H.M....... Fae 
SCREW, 6-32 x%, INCH, BUM. sa fees 
SCREW, %-20 x 1% INCH, FL. H.M..... Rese 
SCREW, 4-20 x &%. INCH, R.HMi.3 ee 
SCREW, 8-32 54 INCH, O:HAME=. 2... 3. eee 
SCREW, %4=20.x 134 INCH) BAUM... =... pease 
SCREW, 34-16 x 134 INCH, FILL. H.M...|.... 5.2.8 : 
SCREW, 4-36 x 4 INCH; FE. FM... i. eae ee 
SCREW, 8-32 x % INCH, O.HIMy. Ai cee ee 
SCREW, 5,-18 x L- INCH, RALM.4AA hae 
SCREW, 4-20 x %e INCH, FL, HoM:. Scene 
SCREW, e182 INCH, R'HIM..  .accdiann ee 
SCREW, 5,-18 x 3% INCH, BRISTOL 

PEAT 2 isu s ial vaees ky Oks ae ole ee 
NUT, % 5 x20; HEX, 2.5 15k ms oa DC eee 
SCREW, 34-18 x 274 INCH; R.HOM.... sc eee 
SETSCREW, 10-32 x %¢ INCH, HEAD- 

LESS, OVAL PT... oc. sc ac weuee sae 


Medical 


Dept. No. 
SR00571 


SR00573 
SR00578 


*6R04452 
*6R04454 
*6R04456 
*6R04458 
*6RO04460 
*6R04462 


*6R04464 
*6R04466 


*6R04468 
*6R04470 
6R04472 


6R04474 
6R04476 


6R04478 


6R04480 
6R04482 
6R04484 
6R04486 
6RO04488 
6R04490 
6R04492 
6R04494 
6R04496 
6R04498 
6R04500 
6R04502 


6RO04504 


eae 


Nomenclature 


SETSCREW, 44-20 x 5 INCH, HEAD- 


eR Me 2162S Oe oo ee ee ee eee 
CORD, NEOPRENE, No. 18, FOUR 
CONDUCTOR; .. STRANDED. 22000. .0.. 


BCREW, 54,-16 xt INCH, CAP, 2c. 0. 


Uncommon Parts 


PANEL, CENTER, .PLASTACCLE....... 
279.8) Sc, 4s Be Diag pare 
BAND, COMPRESSION 
RELAY, MAGNETIC RELEASE......... 
MOTOR, COMPLETE: Assembly......... 
BUTTON, PUSH, MAGNETIC RELEASE. 
Assembly 
DRUM, BRAKE MOTOR: 3.0. (250-55 4 
BUTTON, STOP, COMPRESSION 
BAND 


e645 66 OT O° O26 6 60e See BIO 


So Bie 6 ares ORS. S68 050, BOI 6.66.1. O58 Oe 


OCR: BA OE OO, Cre OOS 6. 6 C9' GO) O'S & Os 2 9 


Be GO ee ee 
ee cP i eect 
CHAIN, THREE LINK, COUNTER- 
WHY, 33 INCH 5.2 ivaesc ines 
CORE, ROLLER BEARING.....:....--- 
BEARING, ROLLER, LD. 34 INCH, 
ere Oe ONCE 3 Si ieee 


ROD, FOR HORIZONTAL MOVE- 
MENT OF CASSETTE CARRIAGE, 
DIA. 1 INCH 
Bere Pe ec Src ee 

HOLDER, CASSETTE, 37 INCH......... 

CARRIAGE, CASSETTE 

ARM, LEVER, 10x 1x % INCH........ 

ARM, LEVER, 17x 1x % INCH........ 

JUNCTION, LEVER WITH ROLLER- 


@) 6 Be te B86) 8 B88 Ob. BO 5.678 6 0:6 


6@: «ao S2 tele -6: 6 6-'O) 0-4 


BEARING, 14x1%x%X# INCH........ : 


BUSHING, O.D. 4%. INCH, % INCH 
PR NGE sata stats deed od Fa SN Se hee ur: 
(3a 28 OR Oh Gs, cS get 914 eS an eer aera 
WASHER, RUBBER, CUSHION, 4 INCH 
PULLEY, COMPLETE: Assembly with 
Casting and. pulley wheel... 2... 6 ue ess 
ROD, TIE, FOR X COUPLING: Screw 
Saee egeet og LN CI. be pss icv eces wee 
COUPLING, X, SCREW GAGE 5%,-24 
x 3% INCH 
TRACK, GUIDE, COMPRESSION BAND 
CASTING 
ROD, BAND, COMPRESSION 3. 2.5%. 


a6 oe Oe -C-e 618 Oe 2 6 6.08. « (Cae 6's 6. 8:- 6S 


FXO [6 BO OriG One e 6. 656 Oe UC 8-8" SF C2 Tee |e 


Figure 
No. 


oe'@ ¢ 0 ‘e-¢ @ eon 


a 0 2 ee ee 650, ¢ 


4. e480 Oe 


ee ee ee 


456 @ Ord oO es ee 


6-66 0-6 @ BOK F168 


SB :0..6- 8 Oe IG, C68 


6.0 SC. 10 One ere 


Oe HOO UL ee 0" 8 


tae Oe ee oe ee 


Ok ea ed ng al he et Oe 


Pe ee ie Sel NM ON Oe 


We Sor ee we et 


*To be requisitioned, when required, from the supply depot. (No asterisk indicates 
that the item is not stocked as a spare part, but can be obtained by special requisition.) 


29 


Pe eee 
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Medical N Figure 
Dept. No. omenclature Na. 
6RO04506 BASE, GAST-TRON.....3. .SG.s5. Fi odo etd 
6R04508 COLUMN, VERTICAL, DIA; 3-INCH.44|- ee 
6R04510 BRACKET, ROLLER, UPPER RIGHT: 1-7 ae 
6RO04512 BRACKET, ROLLER;. UPPER LFF: . 6ci.4s0 eee 
6R04514 BRACKET; ROLLER, GOWER RIGHT. eee 
6R04516 BRACKET, ROLLER, LOWER LEFT. 32.2 ee 
6RO04518 ROD: LOCKING; “§2-INCH Os v2 5 Se 
6R04520 KNOB; LOCKING ROD. 23 ice ees See 
6R04522 CLAMP; LOCKING ROD, RIGHT Ac. eee 
6R04524 CLAMP, LOCKING ROD, LEFT 3s 321.5 eee 
6R04526 ba Nata RUBBER, CASTING CHECK, 

1. INCH THICK: — e.5 7 se ee i ee 
6R04528 FRAME, PLASTACCLE, CENTER | 

PANE ts Ok Se 
°6R04530 CASTING, END, MAIN BOX, LEFT.... | OCaaee 
6R04532 CASTING; END; MAIN: BOX, RIGHT...) paee 
6R04534 CASTING, COMPRESSION BAND, 

RIGHT UPPER. 3. 4p ihao coe se. 
6R04536 CASTING, COMPRESSION BAND, 

LEFT UPPER. oi csses< and oe ae ba) cae 
6R04538 CASTING, COMPRESSION BAND, 

RIGHT LOWER. 3: saeas ess ss oat ee 
6R04540 KNOB, COMPRESSION BAND =... 3 eee 
6R04542 RELAY, COMPLETE: Assembly... >... 3b aes ee 
6R04544 HOOK, PUSH-BUTTON... 63.45.35." «5/] 
6R04546 COUNTER W EIGHT 3.02 33 4 ak ae i ee 
6R04548 | ROLLER, DIA. 1%4-INCH, %,_-INCH 

BOR tothe a oe ee ee Le 
6R04550 CASTING, COMPRESSION BAND, 

LEFT LOWER: Haro. nee Sto a ee 
6R04552 


PAD, -EVELING:. 3293 spon sin odes os ee ce 


2. ITEM NO. 60117, CASSETTE CHANGER, STEREOSCOPIC, UPRIGHT, 
MAGNETICALLY CONTROLLED, GENERAL ELECTRIC X-RAY COR- 


PORATION. 
Nee Sou Nomenclature prou 
Common parts 

SR00044 SCREW, 10-32 x %,_ INCH, R'H.M........ 6 
SRO00045 SCREW, 10-32% 34 INCH, R.HUM): 0S oe 
SRO0111 SCREW, 8-32 x % INCH, R.HUM.... oS v54.5 ae 
SRO00114 SCREW, 8-32 x 34 INCH, R.HiM...5 250i eee 
SRO0141 SCREW, 10-32 x 544 INCH, R:HSM.....44) 555 sae 
SR00142 SCREW, 10-32 x 34 INCH, R.ALM. «aul 
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Be 
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~ Medical 
Dept. No. 


SRO00143 


SRO00144 
SR00226 
SR00229 
SRO0323 
SR00330 
SR00336 
SR00347 
SR00482 
SRO00555 


SRO0556 


SRO00557 
SRO00558 


SRO00559 
SR00560 
SRO00561 
SR00562 
SR00563 
SR00564 
SRO00567 


~ SRO0568 


SRO0569 


SR00573 


6RO05252 
6R05254 


6R05256 


6RO05258 
6R05260 


~6R05262 


6R05264 
6R05266 
6R05268 
6R05270 
6R05272 
6R05274 
6R05276 


~ 6R05278 


6R05280 
6R05282 


-6RO05284 


SCREW, 10-32 x 1 INCH, R.H.M 


Nomenclature 


Figure 


No. 


VS .S, C48 ORC be Bis 6 6 86 ee 


SCREW, 10-32 x 14 INCH, R.HM......:|.......... 
SCREW, %4-20 x 34 INCH, R.H.M.......1.......... 


WASHER, LOCK, SCREW SIZE % 
SCREW, 8-32 x 1 INCH, FILL. H.M 


610 0°98 ‘OC Renée “ee 6-8 @ 6) ¢ 


ey EP eg es eos hee RES eo ales boo Vee 


WASHER, SCREW SIZE 3% 
NUT, 6x 32, HEX, BRASS 


C.G.8 OOO Pp Ce 6. 45,0 WK Eo ong 0-6 eee. mo 


Bee VW. 4-20 & 4 INCH, RE Me oe ee ae 


_ SETSCREW, 4-20 x 4 INCH, ALLEN 
HEAD, OVAL PT 


SCREW,-6-32 x % INCH BHM<:...:}..2:.c.6 
SCREW, 6-32 x 114 INCH, R.H.M.......|..;. PAS 
SETSCREW, 14-20 x % INCH, ALLEN 


HEAD, OVAL. PT 
SCREW, 10-32 x 4 INCH, FL. H.M 


SCREW, 10-32 x % INCH, B.H.M 


SCREW, 
SCREW, 


10-32 x 


% INCH, FL. H.M 
3-16 x % INCH, R.H.M 
SCREW, 4-20 x 2 INCH, FILL. H.M 
SCREW, 14-20 x 1% 


ces 6 o. 6 ¢ @ 6 6. 0), 0 650.66, @ Ce fe) 6 © © 6 Cle ee © 


Oe See De ee ene CS, CSS 


INCH, FILL. H.M 


Borer 36516 < 1 INCH: REM. <i. <.|co seas 
BOLT, 34-16 x 1% INCH, HEX H.M.... 


BOLT, 10-32 x 5 INCH, R.H.M 


CORD, NEOPRENE, No. 18, 4-CONDUC- 


TOR, STRANDED 


Uncommon 


BASE, CAST IRON 
COLUMN, 


Parts 


Of. Ct SO) Oe) O88 6 


UPRIGHT, STEEL-FAB- 
RICATED, LEFT 


COLUMN, UPRIGHT, shee ae teas 


RIC ATED, RIGHT 
PANEL, REAR 
TOP, CAST TRON 


CRANK, HEIGHT-ADJUSTING 


IZER 


C 6. O.. 010, 6.079; 6_€ 0/6) 4 6.014070, '8 


HOUSING; CAST TRON, LEFT SIDE... 
HOUSING, CAST PRON, RIGHT SIDE. . 
HOUSING, CAST IRON, 
HOUSING, CAST IRON, 
GEAR, RAIL, HEIGHT-ADJUSTING 
SCALE, HEIGHT INDICATOR 
PLATE, INDICATING 
PAD, BASE-LEVELING 
SCREW, BRAKE 


see ee eens 
“se ee eer ewe eeeaeees 
sree ee eee eree eee 


C6 6 CO 6.6.06 6 4 OS 6 6.9 8 C70) es 


IMMOBILIZER, PATIENT, COMPLETE 
with roller and crank 
HOLDER, BAND, PATIENT-IMMOBIL- 


Se Le ae eS, ay OO Le @ a0 618 (O58 8-8 Oe OS 68) e 18s ae 


rot Wt Mt sh Oe ee Oe a ee ee ear ne Pe Mey) OM RM i ek mk el 


eoeertoeoeeeee ere ere 


Sam sie. Oe Oo ORO. 0 Chew - Pete Cer 6 tere Oe oO ene, CO Le (Oe Lee Or aOr.e 
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Medical 2 | Figure 


Dept. No. Nomenclature | Wo: 
6RO05286 DISPENSER, PAPER, COMPLETE, 

Assembiy 92055 sin.s535 co fone eee eee 6 
6R05288 BEARING; MOTOR (hs. 356) eae Sree 7 
6R05290 HOUSING, MOTOR AND BRAKE. EES 6 
6RO05292 PIN, LOCKING, 1SEN Claes ei 7: 
6RO05294 SLEEVE, CRANKSHAFT Sake ea Rae 7 
6R05296 DE LOCRIOAW = Ol bie Viti tthe Bas Fee 7 
6R05298 RAIL; GEAR. 33 sc. 20s 55 Se Sw Gide oa 
6RO05300 CRANKSHAFT is ce. eT Ts bp See el 


6R05302 SWITCH, HAND, SINGLE BUTTON, 
COMPLETE, Assembly, with 11-ft. 


cable-and Namper: 5.5 655 65 os as ce 
6R05304 ROLL, PAPER; 1/OTEET x 13 INCH. (3h ¢oeheeeee 
6RO05306 MOTOR, ELECTRIC, COMPLETE, 

Assembly: s\.33 1s Sans ssaveys ecg eee: pele ee 
6RO05308 SWITCH, SAFETY, TOGGLE, COM- 

PLETE,: Assenibly .5..<0 .5s.234 550 08 sds oe 
6R05310 BRAKE, COMPLETE, ‘Assembly. ~ 220.4 <.\5¢ ete 
6R05312 CHANNEL, CASSBE TLE 355 i554 s6955 es 6 
6R05314 BAND, TENSION, CASSETTE 

HOLDER, 17 INCH, 5; 2c. ooaces 0 
6RO05316 CARRIAGE, CASSETTE, COMPLETE, 

Assetably <3... ic ebis 635d eee serge peo ete 


6RO05318 AXIS, VERTICAL, COMPLETE, 


Assembly, with arms for movement of 


rassette CarriaPt..4.ckaire see a ee SERED oe Oe 
6R05320 PANEL, FRONT, COMPLETE, 

Assembly, ‘with. frame: 3. ios ics s02 «65 cals eee 
6R05322 GEAR: DRIVING, RAIL.GEAR.. os ie. ah ods one 
605324 SPROCKET CRA Ns es ges ek 7 
6RO05326 SPROCKET, “DRIVESHAFT 34:57 waa koe Zs 
6R05328 GEAR: DRIVESHAP PE... scat. Pevereoe 
6R05330 WHEEL, RATCHET «0.3 co05 5 savas +1) eee 
6R05332 TFRACK; GUIDE, HOUSING | 3. 3 es eee 
6R05334 REST, (CHIN: 62.2.5. sFiwws seers. tus a § eee 
6R05336 SLUD, THREADED |. S323 Petes sees 6 
6R05338 STOP, HEIGHT ADJUSTMENT <i .0is, 6 
6R05340 BARS, ‘tor. wall mountitie.<. <0. .scc403 eee: 6 
6RO05342 PIN, for holding gear in place. .........i3... y 
6R05344 DRIVE SHANG 4.35 fern pee ees 7 
6R05346 CAP. for lett side installation. <3. <6 - Skew 7 
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Medical 


Dept. No. 


SRO00003 
SR00010 
SRO00015 
SR00017 
SR00040 
SR00043 
SR00045 
SRO0103 
SROO105 
SRO00107 
SROO111 
SR00142 
SRO00144 
SROO151 
SRO0152 
SROO153 
SRO00154 
SROO185 
SR00224 
SR00225 


SR00229 
SR00230 
SR00234 


SR00244 
SR00265 
SR00266 
SR00292 
SR00293 
SR00297 
SR00300 
SR00301 


SR00304 
SR00326 
SR00330 
SR00336 
SR00339 
SRO00359 
SR00370 
SR00384 
SRO0385 


SR00473 - 


Figure 
Nomenclature r 
No. 


Common Parts 


SCREW, 8-32 x % INCH, R.H.M......... bce 
SCREW, 8-32 x 3% INCH, R.H.M......... ge alan 
SCREW, 8-32 x 1 INCH, R.H.M.......... oe chee 
Bere ee ee ek, ee Pee ereea 
SCREW, 6-32 x 4 INCH, R.H.M......... cata eee 
Oe oe ee el cs ee bys ee eee 
SCREW, 10-32 x 34 INCH, R.H.M......... ES eS « 
SCREW, 6-32 x % INCH, R.H.M......... pees 
SCREW, 6-32 x 34 INCH, R.H.M......... | 

SCREW, 6-32 x 14 INCH, R.H.M......... E. aeaneeae 
SCREW, 8-32 x 4% INCH, R.H.M.......;. pe os: 
SCREW, 10-32 x 34 INCH, R.H.M.....:.. LP fae 
SCREW, 10-32 x 114 INCH, R.H.M....... bes ce ea 
WASHER, LOCK, SCREW SIZE 10..... tae 
WASHER, LOCK, SCREW SIZE 8...... acon 
WASHER, LOCK, SCREW SIZE 6...... bce ee 
WASHER, LOCK, SCREW SIZE 4...... erase 
NOY, & a: 32,71 BRASS. 2255. PRES ey 3 
St Rew, 14-20 x:4 INCH, RBM... ook ieee 
SCREW, 2 x %4 INCH, TYPE “U”, . 

Meme ee ee es cys oP es a Leo os 
WASHER, LOCK, SCREW SIZE 34...5..[0-.4.¢6.46. 
Bee a i BO ee A ec Be eee le Pee pees 
WASHER, SHAKEPROOF, SCREW, 

A aE MS os eg ee ary oe rE re ar a 
WASHER SCREW SIZE. 420075. 623.53 ei es 
BREW. 82% $4-INGH RH Mo on «a ee 
SCREW, 8-32 x 134 INCH; RH M22. ise kes 
SCREW, 10-32 x 114 INCH, R.H.M.......]..-- 006s 
WAGHER, SCREW SIZE “402. lsc fetes 
WASHER, SCREW SIZE 10............ | 
SCREW, 10-32 x 34-INCH, RoH-M.. 40. .|.- 6. 
SETSCREW, 34-16 x 3% INCH, 

EEE PAD topo oes ee i ee Oe 
MABE RSC RE Wen e Oia ee dct vee 
SE REW, G32 x % INCH REM. ree ee 
Meter tO HOR ei he cd Pe ake tee 
WASHER, SCREW SIZE %........... 

SCREW, 8-32 x 14 INCH, R.H.M., BRASS|......... 
WASHER; LOCK. SCREW, SIZE 3%... . 1... oa 
WASHER, SCREW SIZE %4, BRASS.....|........- 
SRE W-t40 x 34 INCH, R.HM..o i e...bes cee ee 
RO et oe. ee Oe 
Bete 4-36 5 34 INCH RAM... levees ee 8 


© 0.8 4 0's 1s ere 


OF @? Ges) © eet 66 


Cm oe ge ae a 
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Medical 
Dept. No. 


SRO00481 


SR00482 
SR00525 
SR00526 
SR00527 
SRO00528 


SR00529 
SR00530 
SR00532 
SRO00533 
SRO00534 
SRO00535 
SRO00536 
SR00537 


SRO00538 
SRO00539 
SR00540 
SR00541 
SR00542 


SR00543 


SR00544 
SR00545 
SR00546 
SR00547 
SRO00548 
SR00549 
SRO00550 
SRO00551 


SRO00552 
SRO00553 


*6RO4752 
*6A04754 
*6RO4756 
*6A04758 
*6R04760 
*6R04762 
6R04764 
6R04766 
6R04768 
6R04770 


6R04772 


*To be requisitioned, when required, from the supply depot. (No asterisk indicates 


Figure 
Nomenclature No. 


SCREW, 4-20 x 14% INCH, FLOM A, eee 


SCREW, 14-20 x 54 INCH, R.H.Mas: «0:10 5 eee 
SCREW, 3-16 x 5 INCH, HEX HEAD M.|.......4. 
NUT, 36416, HEX oh5 sweeps 
SCREW, 2-56:x 34 INCH: -FL:H.M...... 1 <a 
SETSCREW, 4-20 x 34 INCH, 

ALLEN HEAD; OVAL PT.2254.0 secs: 
SCREW; 4-20 x 114.INCH, R.H.M:...305). oxcoue 
SCREW, 3-16'x 134-INCH, HEX H.M...).s..55 sus 
SCREW, 3%-16 x 1% INCH, HEX H.M...|........+ 
SCREW, 10-32 x 14 INCH: FLELM.s:1.0.|. nase 
SCREW,-8-32 x 4 INCH, FLH-M.:.:..;.4..25 90s 
SCREW, 10 x 34 INCH, O.H.WOOD.....|..+...4.- 
SCREW, 10-32 x 4 INCH; BIEM) 25. {aes 
SETSCREW, 10-32 x % INCH, 

ALUEN HEAD OVAL-PT..2.5)iss. ose ee 
SCREW; 6-32 x 4 INCH; FL. Moi 3.5 |. cope 
SCREW; 10-32 x % INCH, FL.H.M.:i:..|-+-. ice 
SCREW, 14-20 x 344 INCH; HEX HLM. .7. 4. eee 
SCREW. 4-40-34. INCH; R.H.M. -.0:, 02-1). ee 
RIVET, % DI’... x % INCH LENGTH, 


eo: . 0-8.) (es Rete. mew 


SCREW, 8-32 x 4% INCH, B.H.M......... 
NOU TCAD) 6232, Hin vee bee eee 
SCREW, 10-32 x 1344 INCH, FL.H.M..... | ee | ee 


Roi Mie lc sees po See ee , ares 


SCREW, 8-32 x 1% INCH, FL.H.M....... 
SCREW, 8-32 x 1% INCH, FL.H.M...... 
SCREW, 4-40 x % >, INCH, R.H Ms ei... es eee 
SCREW; 4-20. x 15, INCH, FL.H-M.. : 27)... a eee 
WASHER, SHAKEPROOF, SCREW 

SIZE, 4, AN Tis sito 5 285 Sea oe oa eee 
SCREW; 440 x 54, INCH, B-H.M.. oe ae 
SCREW, 6-32 x 349: INCH, BL-H.M.. 5.0. bs. a ieee 

Uncommon Parts 

BEARING; VERTICAL CARRIAGE «0. .\.5.. eae 
DOOR, PRLEXIGRASS «cs ie 255 SS Nene te ee 
SLRIP: SUPPOR TeLE BT 24...0 nae eee 52 
STRIP; SUPPORT, RIGHT... Ot os | 
SWITCH “MERCORY i553 00s law oe 
TRIP; MAGNE TG 2053 Gisslace ois Stlavacg bo Wat ete 
CASTING; BASE =. cis Ans Oo a ee 
PAD, FLOOR, ADJUSTABLE 3. Ji35405.4)56 = ee 
COLUMN; MAIN: RIGHT oo .g a at e 
SCALE, INDICATOR, VERTICAL 

TRAY Fils 3 ee Be ee oe 
HOOD, RIGHT COUNTERWEIGHT 

PULL EB Y6 i See ee et i A 


o 0 «9, ete @ 076 


ee 6) 00/6) ® eo en 


that the item is not 3tocked as a spare part, but can be obtained by special requisition. ) 
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Medical | Figure 


Dept. No Nomenclature Nay 
6RO04774 PULLEY; CABLES COUN TERWEIGHT |... ceceess 
6R04776 AXLE, PULLEY, COUNTERWEIGHT 

RR E rote So ee Ag eT ne Wa RAN OE eRe wg Obed wae gle 
6RO04778 WASHER, THIN, COUNTERWEIGHT 

Berek td YOANN hoa 5 panes s Bete 
6RO04780 | WASHER, THICK, COUNTERWEIGHT | 

: eee ls PO OS So sie eee eck 
6R04782 BUMPER, RUBBER, VERTICAL 

CG WS 24 Eats 28 2 AAS ae eae PR anes gt Par 8 
6R04784 BUSHING, BUMPER, VERTICAL 

pO ge EE og 8 | aeaie wer aoe aes ge Tae Petpet Ge, 
6RO04786 CABLE, STEEL; COUNTERWEIGHT. « J}... s,s 
6RO04788 on CR WEIGHT MAN oo: oii 
6R04790 Se eg RL, PELE Bo orks elk bw ste oe eee 
6R04792 HOOD, LEFT COUNTERWEIGHT 
' Be a ee ot, Ge ewe we ree ees bei. Saat 
604794 Chior e ele) PULLEY HOOD oo. 00. hia ceate es 
6RO04796 WAMEPLATE, “WESTINGHOUSE”. 0. .|3 4 2.028% 
6RO04798 PIN, DOWEL, for attaching counter- 

; weight cable to upper bearing carriage..... ee erie 
6RO4800 WINDOW, VERTICAL TRAVEL 

PGE e ORE ROPE Els hiss Gs gue ag oes a =e bat Oe ree 
6RO04802 BrArninG, BALL, VER PICAL 3) tr ate 

ATES A aes AR ee aerate Meed prararert fra 
6RO4804 SCREW, ECCENTRIC, for vertical car- 

Witge Deatine- and PONE fe Sa ese | 6 oot ees 
6RO04806 BUSEUING, PIVOT) RELEASE HANDLE}. < sigue: 
6RO04808 ROLLER, MICARTA, VERTICAL 

CP Prk CE ew cd ets S ee me oe es ae car 
6R04810 BUSHING, ;“MICARTA ROLLER oe... iM Ae eee 
6R04812 SLEEVE, VERTICAL CARRIAGE: 

OT ES BE Cees Beno Boe aang yan reer reer Tr 
6RO04814 HANDLE, BOGICING, VERTICAL: "+ 2) Nacuicem. 

a NS Rieck Sata naka diet Geen vl dh pose no GD sin wed be Ls wg BNC TS 
6RO04816 SHOE, LOCKING, VERTICAL TRAVEL) 0 e5 238% 
6RO4818 CHASSIS, COMPLETE Assembly: f..-2 lentes 3 see 


- 6RO4820 | NAMEPLATE, WESTINGHOUSE 
NUMBER AND STYLE IDENTIFI- 


re Ray ince sae he WERT Ge eke serena hee ee A ae 
ORO4822 PING, DALE, STATIONARY = For door. -i......<3 sae. 
6RO04824 SHIM, HINGE, STATIONARY: For door|......... 
6R04826 GUARD, READ), HINGES; DOORS 623.510 <i amens 
6R04828 HINGE, HALF, MOVING: For door: .’, ..|-0.2 2.0% 
6R04830 (29 NOMS 8D) og © Be Opera epee cer ceeres bata ore ag 
6RO04832 Ree OO LOCK 60 a aie ot See ota ele se ou aie g eee 
6R04834 a Oe BG 81a SS a ee eee rears re are 
6R04836 ie ST e ee ieee © SO Gee eee horrreerms parry ta! 
6R04838 BUTTON, DOOR LOCK RELEASE 

WORE Ree ee Fg or ea Ca ee ee eae EY 


Medical N ithe Figure 
Dept. No. omenclature ra 
6RO04840 COVER; DOOR LOU 23. ss ees Peet er 2215 
6RO4842 HOOK, LATCH; GASSETTE SHIFT: > 44-22 eee 
6RO04844 BUSHING, PIVOT; LATCH HOOK... fis 
6RO04846 SPRING, LATCH HOOK 3 sees os ee ee 
6RO04848 SPRING, BUMPER, COMPLETE: | 

ALSSONUNY. <4 00s fase ok So ete |. tetera tc 
6RO4850 HOUSING, PLUNGER, SPRING 

BUM PER S235 oi. cewesd oly sud oe pele | nn 
6RO04852 GUIDE, END, SPRING BUMPER.....: |. 5 ae 
6R04854 SPRING, COMPRESSION, SPRING 

BUMPER. acs ves0 505 eh Feber sae 
6R04856 PLUNGER, SPRING, BUMPER. 2.0355 
6RO4858 BUMPER, RUBBER, SPRING BUMPER. <....... 
6RO04860 STRAP, MOUNTING, SPRING 

BUMPER 255 i.20 55 <b helen poe 
6RO04862 COLLAR, FELT: For spring bumper mount- 

IND SUPA ss sie ele wks a ese eae Oe ee 
6RO04864 BUMPER, RUBBER: For cassette carriage 

SEO 6 5s ihy Sie ole Bae ws & Bote bce ee le 
6R04866 BUSHING, BUMPER: For cassette carriage 

SEO: 25 Sia Ft se asiwd SRY wile ow in wlay we eee ee 
6RO04868 BRACKET; RUBBER - BUMPER. (305.5 0: asa cae 
6R04870 HOOK: For cassette shift release lever. ... |... 2 s5% 
6R04872 BUSHING, PIVOT: For release lever hook|......... 
6RO04874 BUMPER, RELEASE LEVER HOOK: ” - |. 2. sss 
6RO4876 SPRING RETURN: For release lever hook:|...2..... 
6R04878 ROD, CONNECTING, CASSETTE 

SHIFT: RELEASE 4.033 2.86355 t a ee 
6RO04880 PIN, CONNECTING ROD: For release 

lever and cassette’ shift... .0c ki. nN Asa ee 
6RO4882 GUIDE, SUPPORT, CONNECTING 

ROD Masse apes Bae Ie pe Eee i oe 
6RO04884 HANDLE, RELEASE, CASSETTE : 

SPE TE eo cob [SF a os bk oh oon ass ot ee 
6RO4886 PIN, RELEASE HANDLE: For connecting 

fod-and cassetté Shift. °.4.5.3 Ss sat cs 83 
6RO04888 BRACKET, SUPPORT, RELEASE 

HANDS S52, eis wa eee tes 3d eo ee 
6RO4890 PLATE, INDICATOR, SLIDING: 

Por ‘cassette Shifty: 554 S545. cs 59.0550) 39 ee 
6RO04892 GUIDE: For: sliditig indicator plate... 5... .. |e Soa 
6RO04894 BUSHING, SLIDING INDICATOR: <<: ah ase 
6RO04896 BUMPER, SLIDING INDICATOR.....~ hay iy? 
6RO4898 BUSHING: For sliding indicator bumper..]......... 
6R04900 SPRING, RETURN SLIDING INDI- 

CA TOR: ins 4% 5s is ae on 2 ee Re 
6RO04902 HOUSING: For sliding indicator plate....|........: 
6RO04904 EYELET; For sliding indicator window.....|......... 
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Medical 
Dept. No. 


6RO04906 


6R04908 
6R04910 


6RO04912 
6R04914 


6RO04916 
6RO049i8 
6R04920 


6RO04922 


6R04924 
6R04926 
6RO04928 
6R04930 


6R04932 
6R04934 
6R04936 


6RO04938 
604940 


6RO04942 
6RO04944 
6R04946 
6RO4948 
6R04950 


6RO4952 
6RO4954 
6RO04956 


— 6RO04958 


6R04960 
6R04962 


6R04964 


6R04966 
6R04968 


*  6RO04970 


CARRIAGE, CASSETTE, SHEET | 


= 
: Figure 
Nomenclature | N 
oO. 


MET AL Se ie ROO hei a Fa wine ae els Li ae ae kee 


ARM, CATCH RELEASE LEVER 
BM cee oo Boe oe GS Pein ees a tee mid SR gie aaa ea 
SPRING, PLUNGER CATCH, 
GES NT Os Se DES Seer Se Csr a goer bs ye 
ROLLER; END, CASSETTE CARRIAGE). «3.2.5.2. 
BUSHING: For cassette carriage end roller.|......... 
SPACER, CASSETTE CARRIAGE END| 
a nie ks very cetera Be ale 1s Soe es 
ROLLER, CENTER, CASSETTE 
RRR a raters Gp ky Coie On oe Melo ale » (ON CEE 


PeANDeL SUPrORT. CASSETTE. 2316.0 See 
Ee EAN MA os Gc epee st Peres! on 
SCREW, THUMB, CHANNEL | 

SE Ee SS eed eet tee ee PAS re 
BRACKET, CASSETTE, ADJUSTABLE. Peo ae 
NUT, THUMB, CASSETTE BRACKET. 
SPRING, PRESSURE, CASSETTE 

a eee cn etre we ome eae 
SPRING, PRESSURE, CASSETTE 

a i Se) ay oad och ake Se 
SEGMENT, ROCKING, CASSETTE 

re tha ass pe kn tp ee 
BUSHING PIVOl SEGMENT: 3: Coach cae w mes 
STRIP... BRASS; LEFT SEGMENT. 228 <1 | Sos. ste 
STRIP, BRASS, RIGHT SEGMENT.....|... 2.0.8. 
WEIGHT, ROUND, SEGMENT A. cok eis 
BAR, TIE, SLOTTED: Attaches rocking 

ReeIORS TOBCINOT oo ng a ne baad Sn ds (ofan Ree 
BUSHING, PLVCl <r tie atc 3.cc oe ok bas wets 
LEVER, COCKING, CASSETTE SHIF?T. 
BUSHING, COCKING LEVER AND TIE 

U1 RRA CP ee SN ee a ee oe PERE 
SCREW, SHOULDER, COCKING 

SU VERSAND TTe BAM 5 ipa ce eanl sc ee 
iat CARLES ASTEEE:. 5 olacsnce ss ste ete ep on 
BUSHING, STEEL ‘CABLE GUIDE.) oo.) fib coms 
SCREW, SHOULDER, STEEL CABLE 

a oe, eh eee eR Tee CAN 
HANDLE, COCKING. CASSETTE 

ts ee FE ea eee eres 
BUSHING, PIVOT, COCKING 

Pe oe ee ee : 
CABLE, STEEL, FLEXIBLE, | 

¥4¢-INCH DIA., 25%4-INCH LENGTH. hoes 
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ace Nomenclature PiBie 
Dept. No. = No. 
6RO04972 LUG, CABLE, STEED 25. sats eae es i 
6R04974- SOLENOID, MAGNETIC TRIP, COM- 

PLETE: Assembly ios gcc%0 2) davies ete 
6R04976 COL, SOLENOMD io... 85a fa sibs oe YS ee pr 
6R04978 |; SPRING, PLUNGER, MAGNETIC TRI ‘| 

SOLENOID is ek ots ke is he 
6R04980 | PLUNGER, SOLENOID, MAGNETIC | 

PRI taka veka bes bee eee 
6RO04982 PIN, MAGNETIC TRIP, SOLENOID | 

| PLUNGER (ore pe ee | eee 
6R04984 HOUSING, MAGNETIC TRIP, | 

SULENOMUD 5 on acces vot pele ae ieee 
6R04986 PLATE, INSULATOR: At bottom of 

SOICHGI. ANS octet ge tee Wis sees os 
6RO04988 BUSHING, INSULATING, SOLENOID 

TE RMINA Yee a ee 
6R04990 STRIP, INSULATING, SOLENOID 

TERMINAL 25 ces a 
6R04992 CAP; TERMINAL, SOLENOID: 3) 2a 
6R04994. CLAMP, CABLE, MAGNETIC TRIP, ° 

SOLENOID so sae as a 
6R04996 LEVER, CONNECTING, MAGNETIC | 

PREP er ic Seah cacy ed Sa Bd be 
6R04998 WASHER, RUBBER, SOLENOID 

PEUNGER. oS e i we a 3 ee ee Le 
6RO05000 PLATE; MOUNTING; RECEPTACLE. ; (|. o55 seem 
6RO05002 RECEPTACLE, MALE, RECESSED, 

TWO-PRONG, MAGNETIC TRIP....|......08 
6RO05004 CATGH,' CASSETTE PEUNGER, (3.7. 231. «oe 
6R05006 PLUG, MAGNETIC CABLE FEMALE 

CONNECTOR, fey fe ae a 
6RO05008 PLATE, MOUNTING, MERCURY 

SO WIDCH scheint eek eae Co 
6R05010 PIN, STOP, MERCURY -SWITCH 

BRAGKEE © oo. Fo 5 tai Or Sa oes ee 
6R05012 SPACER; MERCURY SWITCH 

MOUNTING. PLATE ~..00 040 
6RO05014 COVER; MERCURY SWITCH: 233i 2 eee 
6RO05016 BRACKET, MOUNTING, MERCURY | 

nec ist & Ges C teen mene ge ee ane Serpe ee ad FMT | Peper 
6RO05018 BUSHING, PIVOE, MERCURY SWITC Hh 

BRACKET: oc 22d t2s Qc dada ols edie 
6R05020 CLIP, MOUNTING, MERCURY 

noes EB Gh ws RAE gene aie eM PRCe TEM RR Meg 
6R05022 BUMPER, RUBBER, MERCURY 

; SWITCH BRACKET? os Ane 
-6R05024 SPRING, RETURN, MERCURY | 

SWITCH: BRACKET 323% 058 Sint eee 
6R05026 COMPRESSION DEVICE, COMPLETE || 

CSSETRD Yoav ong, wen we ioeiey & 60 oie ee eee | + in 
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Dept. No. 
6R05028 


6R05030 


6R05032 
6R05034 


6RO05036 
6R05038 
6R05040 


6R05042 
6R05044 


6R05046 
6R05048 
6R05050 
6R05052 
6R05054 
6R05056 
6RO05058 
6R05060 
6R05062 
6R05064 


~6RO05066 


6RO05068 
6R05070 
6RO05072 


6R05074 
6R05076 
6R05078 


6RO05080 
6R05082 
6R05084 
6RO05086 


RAIL, OUTER, COMPRESSION 


Nomenclature No 


lag LORS BSC ap earners eee reir parr eee 
BUSHING, SPACER, COMPRESSION 

US” DS 2 EG) Cod Seep nbe ne oer arsed ee ed ee ee eee 
SUPPORT, COMPLETE SLIDING BELT|,...... 
SLIDE, COMPRESSION DEVICE BELT 

1 oe a) Ae RR re anaes Pompe oeeg ear urey Ragen Yalits 
FASTENER, BELT, SLIDE, COMPRES- 

Serre ENE OC Bley fae has glean dees Fatale pe 
BUSHING, PIVOT, SLIDE BELT 

yey WOR 2 ees ee nan Peek reg feist cae 
SCREW, THUMB, BELT SUPPORT 

2A OMRES eRe alnS  aROE pete ORES OOP pre e Bear ae M 
BAND. COMPRESSION DEVICE. oo oes: 
ATTACHMENT, WINDING, COMP- 

LETE: Assembly, for compression device. . 
SUPPORT, SLIDING, WINDING 

JESS TS ads 1 Os BERR re Sra args ere ear on re ar PEPER ar 
ROLLER, BELT, COMPRESSION 

DEVICE oo. eee eee eee tect e eee t elec eee: 
HOLDER, BELT, WINDING ATTACH- 

eh ie EG bees ot ol Chine» 
BUSHING, COMPRESSION DEVICE 
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